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A sample holder design for high temperature measurements in a commercial MPMS SQUID magne-
tometer from Quantum Design is presented. It fulfills the requirements for the simultaneous use of
the oven and reciprocating sample option (RSO) options, thus allowing sensitive magnetic measure-
ments up to 800 K. Alternating current susceptibility can also be measured, since the holder does not
induce any phase shift relative to the ac driven field. It is easily fabricated by twisting Constantan c©
wires into a braid nesting the sample inside. This design ensures that the sample be placed tightly
into a tough holder with its orientation fixed, and prevents any sample displacement during the fast
movements of the RSO transport, up to high temperatures. © 2012 American Institute of Physics.
[http://dx.doi.org/10.1063/1.4729380]
The magnetic properties measurement system (MPMS)
from Quantum Design Inc.1 is a SQUID (superconducting
quantum interference device) based commercial magnetome-
ter capable of measuring magnetic moments with a high sen-
sitivity of the order of 1 × 10−7 emu. The reciprocating sam-
ple option (RSO) improves the sensitivity to approximately 5
× 10−9 emu.2, 3 The oven option extends the temperature
range up to 800 K.4 Combining the RSO and oven options
allows one to measure very weak magnetic moments up to
800 K, such as, for example, found in magnetic phase transi-
tions of thin magnetic films or in diluted systems.
A sample holder suitable for magnetic measurements has
to fulfill some requirements, especially with the oven and the
RSO options installed. As a general rule, the holder contri-
bution must be minimized by choosing materials with low
magnetic susceptibility, keeping the mass of the holder to a
minimum. In addition, it should be homogeneous (mass con-
stant over the length) and long enough to extend well beyond
the detection coils. With the oven option installed, the holder
diameter becomes limited since the oven sample space has a
3.5 mm inner diameter.4, 5 Furthermore, the holder must be
mechanically and thermally stable up to 800 K. Designs suit-
able for measurements with the oven option have already been
reported.6–8 However, to our knowledge, there is no report on
a holder specifically designed for measurements with the oven
and the RSO options, simultaneously. It is interesting to note
that due to the fast movements of the RSO transport, secure
sample mounting is more challenging than in most other ap-
plications, in order to prevent sample rattling or even slipping
during the measurement.
The sample holder presented here meets the above cri-
teria. It is easily fabricated and, therefore, it can be used
as a disposable holder thus avoiding any sample contamina-
tion. Our design is suitable for solid samples, particularly to
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support thin films, since sample orientation can be fixed in
the holder, allowing in plane and out of plane magnetic
characterization.
The sample holder construction using a wire twister tool
of dedicated design is shown in Fig. 1. Four Constantan c©
wires of a 0.25 mm diameter are tightly twisted into a braid
for 4 cm. The sample is then placed in the desirable orienta-
tion twisting the wires tightly around it. The wires are twisted
for 12 cm more, since the holder length is limited to 16 cm
when both the RSO and oven options are used. The whole
construction, with the sample embedded inside, is mechani-
cally stable, tough and hard, easy to install into the oven.
It is worth mentioning that the sample is tightly held
thus avoiding noise in the measurements from loosely mount-
ing. Also, no glue is required to fix the sample. Since the
four wires completely wraps the sample, there is not any
empty sample space and the holder has a homogeneous distri-
bution of Constantan all along its length. This design min-
imizes the magnetic moment contribution of the missing
Constantan material in the hole. Moreover, since the wire di-
ameter is 0.25 mm, the available sample space in the oven
chamber can be used to maximum.
The wire was purchased from Goodfellow.9 It is a Con-
stantan Cu55/Ni45 alloy with a composition of Fe 2500 ppm,
Mn 7500 ppm, Ni 45%, and Cu to balance. The melting
point 1498–1573 K is nearly twice the maximum measure-
ment temperature of 800 K. The thermal expansion coefficient
is 14.9 × 10−6 K−1 (at 293–373 K). For a temperature range
from 300 to 800 K this corresponds to a sample displacement
of less than 0.5 mm. Magnetic properties of Constantan were
characterized measuring the magnetic susceptibility of a bun-
dle of wires. It is a paramagnetic material at oven working
temperatures with Curie constant, C = 1.95 × 10−3 ± 1.6
× 10−5 emu K/Oe g.
In order to characterize the holder performance three
samples were measured: a solid piece of nickel (9.24 mg),
a powder Dy2O3 shaped in a cylinder and a nickel thin film.
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FIG. 1. Sample holder construction nesting the sample inside. The rule at the
right side is used for positioning of sample at 4 cm.
They are shown in Fig. 2. The solid piece of nickel was pur-
chased from Alfa Aesar.10 The Dy2O3 sample was prepared
by mixing Dy2O3 powder with a water based Zircar c© cement
shaping it in the form of a cylinder with a length l = 7 mm and
a diameter φ = 3 mm. The nickel thin film is 100 nm thick and
was sputter deposited onto a quartz substrate with an area of
1.7 × 3 mm2 (estimated mass 4.5 μg). The oven thermometer
FIG. 2. Three samples installed in the holder. (a) Solid piece of nickel.
(b) Dy2O3 powder shaped to a 7 mm × 2.5 mm cylinder. (c) Nickel thin film
(about 100 nm) sputter deposited on a 1.7 × 3 mm2 quartz surface, mounted
perpendicular to the measurement field.
FIG. 3. Magnetization vs. temperature of the nickel bulk sample measured
at H = 2 kOe. Inset: magnetization vs. magnetic field at 500 K and 800 K.
was calibrated in the whole temperature range previous to the
experimental measurements using a thermocouple.
The ferromagnetic to paramagnetic transition of the
nickel bulk sample, shown in Figs. 3 and 4, was measured in
order to characterize the temperature response of the holder.
The magnetization curve vs. temperature at H = 2 kOe is
shown in Fig. 3. The inset displays the magnetization curves
showing that at 800 K the sample behaves as a paramagnet
while at 500 K is ferromagnetic. The Curie temperature Tc
= 631.42 ± 0.4 K, estimated using the reciprocal ac suscep-
tibility data shown in Fig. 4, is in very good agreement with
values reported in the literature.11
The ac susceptibility of the paramagnetic Dy2O3 was
measured at 200, 600, 800, and 1000 Hz, to determine the
phase shift induced by the holder relative to the ac driven
field. The experiments were performed from 300 to 400 K
without the Oven option since its metallic chamber induces a
background phase shift (eddy currents), which increases lin-
early with the frequency, of about 2◦–3◦ at 1 kHz. The phase
FIG. 4. Reciprocal ac susceptibility of the nickel bulk sample showing evi-
dence of the ferromagnetic to paramagnetic transition at Tc = 631.42 ± 0.4 K.
The solid line represents the extrapolation of the Curie-Weiss law character-
istic of the paramagnetic phase.
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FIG. 5. Alternating current susceptibility phase of the Dy2O3 measured from
300 to 400 K without the oven sample space. The holder does not induce any
phase shift relative to the ac drive field applied.
shift of the Dy2O3, shown in Fig. 5, is negligible within the
experimental resolution.12 Therefore, our holder does not in-
duce any additional phase shift relative to the ac drive field
applied.
Finally, a nickel thin film was measured in order to test
the suitability of the holder for measurements requiring the
highest sensibility. The thin film was fixed in the holder per-
pendicular to the direction of the magnetic field. Figure 6
shows the magnetic moment, m, as a function of the applied
field at 300 K and versus temperature at 2 kOe (Fig. 6 in-
set). The empty holder shows a weak positive moment of 1.4
× 10−6 emu at 1 kOe varying linearly with the field. This
feature can be assigned to the magnetic moment of a small
excess of 0.18 mg of Constantan at the sample space due to
incomplete compensation of the wires. Magnetic signal from
the sample holder is therefore negligible as compared with
sample signal, m = 1.2 × 10−4 emu at 1 kOe. Given that the
weak magnetic moment of this thin film requires the sensitiv-
ity provided by the RSO option, we can affirm that the sam-
ple holder design is suitable for the most sensitive magnetic
measurements.
A design of sample holder for measurements in a MPMS
with the RSO and Oven options has been presented. As com-
pared with previous holder designs, it shows two advantages:
(i) it is apt for measurements of very weak magnetic moments
FIG. 6. Magnetic moment at 300 K of the nickel thin film and empty sample
holder. Inset: magnetic moment vs temperature at 2 kOe of the nickel thin
film showing the ferromagnetic to paramagnetic transition at Tc ∼ 630 K.
(RSO option) up to 800 K and, (ii) it fixes sample orientation
(thin films). The design proposed is as well suitable for ac
measurements since it does not induce any additional phase
shift. This design allows high-temperature measurements for
different kind of solid samples with diameters up to the max-
imum available in the oven chamber space.
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